A comparison between Laryngeal Tube Suction II Airway and Proseal Laryngeal Mask Airway in laparascopic surgery.
This was a prospective randomized study comparing the ease of insertion, haemodynamic changes, quality of airway seal, oxygenation and ventilation parameters and complications between Laryngeal Tube Suction II (LTS II) with Proseal Laryngeal Mask Airway (PLMA), both are supraglottic airway incorporated with gastric passage. Fifty-four ASA I and II patients were randomly allocated to receive either LTS II or PLMA. Both devices provided a secure airway even under conditions of elevated intra-abdominal pressure up to 17 mmHg. In this study, there were no differences concerning ease of insertion, haemodynamic changes, quality of airway seal, oxygenation and ventilation parameters and complications between LTS II and PLMA.